Introduction
Toxoplasmosis causes substantial morbidity and mortality on a global scale [1] . This disease can be severe. Vertical transmission from mother to fetus occurs from primary acute infection during gestation. Congenital infection may result in chorioretinitis, hydrocephalus, epilepsy, and death [2] . Serologic screening during gestation allows early antenatal detection and rapid treatment initiation, with economic and patient outcome benefits [3] [4] [5] . However, conventional serologic screening can be cost prohibitive. Infrastructure, including electricity and equipment for sample processing, may be unavailable. Point-of-care (POC) tests detecting Toxoplasma gondii infection offer solutions, potentially addressing cost concerns and leading to better clinical outcomes through improved access to screening. Testing performance of a lateral flow immunochromatography-based Toxoplasma ICT IgG-IgM test for combined detection of Toxoplasma-specific IgG and IgM has been previously described using serum samples from the National Collaborative Chicago-Based Congenital Toxoplasmosis Study (NCCCTS) and other cohorts [6] [7] [8] . Herein, we test whether a comparably performing wholeblood-variant test (designated "BK") could perform with high sensitivity and specificity, obviating the need for venipuncture and sample processing infrastructure and making an efficient, low-cost POC test. 
Methods

Volunteer recruitment and obtaining samples
Samples were obtained from consenting United States individuals, including seropositive individuals affiliated with the NCCCTS [4, 6] and obstetrical patients in Chicago, and obstetrical patients in Morocco (Table 1) . Further details of participant characteristics and recruitment can be found in S1 Methods. No incentives were provided for participation. Each person of unknown serologic status underwent venipuncture, and status was confirmed either with ARCHITECT Toxo-IgG and IgM system in the Lyon, France Reference Laboratory (n = 95 persons), or for Moroccan patients with Platelia Toxo IgG and IgM system (n = 39).
Fingerstick protocol, whole blood-POC/serum-variant test kit, and comparison to serum-variant test kit
Participants provided whole blood via fingerstick (S1 Movie). Participants' fingers were compressed, suffusing the tip, and cleaned with an alcohol wipe. A standard lancet was used for fingerstick. Capillary tubes allowed collection of 30 μL of blood, which was directly applied to the Toxoplasma ICT IgG-IgM-BK (LDBIO) test, followed by application of four drops of buffer, provided in the kit. Tests were interpreted at 20-30 minutes by individuals performing tests and photographed for later interpretation by two individuals unaware of the subjects' identity and serologic status. Earlier, we described 100% sensitivity and specificity of a pink-line, serum-variant of this POC test [6] . Given its high performance, we compared the results of whole-blood black-line POC tests and serum-variant testing performed concurrently for 78 persons.
Ethics
All participants provided written, informed consent. This study was performed in accordance with the rules and regulations of the University of Chicago Institutional Review Board (protocol #8793) and/or IRB approval in Morocco.
Results
Obtaining samples
A total of 205 persons ( Fig 1A, Table 2 ) (244 samples) had their serologic status for T. gondii assessed using the whole blood-variant test and confirmed using their NCCCTS records (n = 71), or concurrent standard laboratory testing (n = 134). Nineteen seronegative pregnant Ã For sera samples, pink-line and black-line POC tests were 100% concordant. For whole-blood samples, we (FP) had found that the pink-line test kit was not useful when testing whole blood, as the lighter indicator was obscured by the whole blood.
ÃÃ 19 pregnant women were tested a total of three times each in an ongoing pilot program for screening during gestation.
ÃÃÃ One person was tested twice to confirm accuracy of test across and at differing times.
women had fingerstick and venipuncture performed each month for the first three months and three more for the first month (two with pregnancy loss) in an ongoing pilot gestational screening program, adding 41 samples to make 244 total samples. Overall, 101 samples proved seropositive, including five from acutely infected individuals who had IgM/IgG antibodies against T. gondii, while 143 were seronegative. Seropositive is defined here as having detectable anti-Toxoplasma IgG and/or IgM. For a small subset of pediatric patients (n = 7, ages three weeks to seven years) who were undergoing venipuncture as part of routine clinical care, whole blood was obtained from the needle tip to avoid a second, potentially distressing fingerstick. 
Sensitivity and specificity of whole blood/serum variant and comparability to serum-variant Toxoplasma ICT IgG-IgM POC test
The whole-blood test proved highly sensitive and specific, with a sensitivity of 100% (95% confidence interval [CI]: 96.41%-100%) and specificity of 100% (95% CI: 97.45%-100%) ( Table 3) . Whole-blood, serum-variant, and reference testing demonstrated 100% concordance. Of note, individuals with lower levels of anti-Toxoplasma antibodies infected at remote times and with lower titers were positive in the POC test in the range detected by gold-standard tests (S1 Table) .
Feasibility of fingerstick as testing modality
No participant refused a second fingerstick, although they were informed they could. Participants did not report significant discomfort associated with fingerstick. Patients and providers enthusiastically accepted the monthly gestational screening program.
Discussion
Point-of-care testing for Toxoplasma infection has the potential to markedly change clinical approach to this infection by detecting seroconversion using small volumes of whole bloodobviating venipuncture and expensive equipment for serum separation-and performing with high sensitivity and specificity. Advantages and disadvantages are discussed in Box 1. • True POC test, useful in a standard obstetrician's office and less invasive than conventional serologic testing (requiring materials to perform venipuncture, electricity and a centrifuge for serum separation, and skilled technicians). POC testing has the potential While the cost effectiveness of gestational screening and antenatal treatment in the US is demonstrated for a wide range of parameters [3] , it was suggested that screening could not be financially viable in the US [9] . Nevertheless, there is robust evidence demonstrating cost effectiveness in other countries [10] . Adoption of this POC test would substantially reduce costs further and require significantly less infrastructure than conventional testing. Value also arises from bringing pregnant women into care, ensuring screening for other preventable and treatable conditions, particularly in developing countries [6] . This POC test cannot distinguish seropositivity for IgG and IgM and, therefore, cannot distinguish acute from chronic infection. A positive POC test prior to 12 weeks of gestation requires further confirmatory testing. Confirmatory testing and guidance concerning additional testing and treatment will benefit patients and their physicians. In countries with high seroprevalence, this benefit would be particularly important. This POC test demonstrated superb diagnostic performance in countries in the developed and developing world, with genetically distinct patients and parasites. The serum-variant test also has exceptional ability to identify samples in which both Toxoplasmaspecific IgG and IgM, or IgG or IgM alone, are present. It does not identify natural IgM antibodies, which are false positives [8] . For initial testing before 12 weeks gestation, optimal testing would accurately test for IgM and IgG separately, allowing rapid distinction between recently acquired and chronic infection. Initial, inexpensive tests multiplexed for multiple to significantly expand access to screening during gestation for this serious, potentially fatal infection, with spillover benefit in facilitating screening programs for other congenital infections and improvements in maternal fetal health and well-being and care. Our demonstration of the high performance of this whole-blood POC test and the test's strong functionality at the POC, which has not been previously demonstrated, provide the proof of principle of its potential utility and widespread applicability in clinical settings. This new test also fulfills the World Health Organization criteria for the ideal POC test (affordable, sensitive, specific, user friendly, rapid/robust, equipment-free, and deliverable to users).
• Performance and interpretation of test take less than two minutes of operator time with results available to be interpreted within 20-30 minutes, facilitating appropriate clinical intervention so that it is ideal for following those who are seronegative to detect seroconversion.
• No need for expensive equipment/electricity, decreasing cost and enhancing utility, especially in developing countries.
Disadvantages:
• Requires initial, alternative testing for those who are seropositive that distinguishes IgG from IgM and tests for avidity of antibody for those who have T. gondii-specific IgM. It also requires follow-up testing for seroconversion when used for screening during gestation.
• Requires a fingerstick, which occasionally may need to be performed more than once due to technical difficulties.
• Requires materials (alcohol wipe, lancet, and bandage) and training to perform and interpret test.
congenital infections could further improve prenatal screening. Ultimately, it is accurate, wellvalidated POC testing, rather than a specific company's test, that can reduce morbidity and mortality from congenital toxoplasmosis and most benefit patients and their families.
Supporting information S1 Methods. Detailed description of participant characteristics and recruitment.
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